[The development of an automatic blood collector controlled by microcomputer].
A new automatic blood collector developed by using microcomputer AT89C2051 is presented in this paper. Meanwhile its principles component block diagram and their functions' are introduced here. All clinical experiments have shown that it has the advantages of easy operation, reliable performance, lower price and so on. It is truly an ideal upgrade product of intravenous blood exampling. It would find various applications and would have a bright future.